Inadvertent suppression of a fixed rate ventricular pacemaker using a peripheral nerve stimulator.
Electromagnetic interference usually produces only minor effects in patients with pacemakers. Nevertheless, the possibilities of serious and even fatal consequences of this complication must be recognised. This case reports an unusual anaesthetic source of interference, caused by activation of a popular nerve stimulator, resulting in cardiac arrest in a patient with a fixed-rate ventricular pacemaker.